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Abstract 
 
Introduction: This paper presents the functional design and kinematic synthesis of a recent 
version of an electric stair-climbing wheelchair. 
Wheelchair.q: The proposed device represents the latest evolution of the ‘Wheelchair.q’ 
project and introduces several improvements over previous designs. This updated solution 
has greater stability during stair-climbing operation, and it satisfies the safety requirements 
introduced by ISO 7176-28:2012, “Requirements and test methods for stair-climbing 
devices”. The main improvement presented concerns the regularity of the user trajectory 
during stair-climbing, which ensures a more comfortable perception. This result has been 
achieved by introducing a cam mechanism between the frame connected to the locomotion 
unit and the seat frame, which properly manages the seat orientation. With an appropriate 
cam profile, it is possible to compensate for the oscillations that are introduced on the 
wheelchair during the climbing sequence and allow the user to obtain a translational 
trajectory.  
Results: The proposed design and its working principle are first described and illustrated 
through schematic and graphic representations. A brief explanation of the procedure for 
obtaining the cam profile is also given. Two different architectures for the cam mechanism 
are then compared, and the advantages and disadvantages for each solution are identified. 
Finally, the kinematic wheelchair performances are tested through a simulation conducted 
in the MSC-ADAMS multibody environment. 
Conclusions: The results obtained with the simulation show the effectiveness of the 
proposed solution. The wheelchair is able to climb a staircase in a safe and regular way. 
Following studies will complete the design of the wheelchair with the aim to build a 
prototype for demonstrating the proposed working principle.  
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Resumen 
 
Introducción: En este trabajo se analiza el comportamiento de una silla de ruedas eléctrica 
para subir escaleras desde un punto de vista cinemático.  
Wheelchair.q: El dispositivo propuesto representa la última evolución del proyecto 
'Wheelchair.q' e introduce varias mejoras con respecto a los diseños anteriores. Esta 
solución actualizada cuenta con una mayor estabilidad durante la subida de las escaleras, 
permitiendo llevar a cabo la tarea de una manera segura. Sin embargo, las principales 
mejoras atañen a la regularidad de la trayectoria del usuario durante la subida de escaleras, 
lo cual permite obtener una percepción de comodidad mayor. Este resultado se ha logrado 
mediante la introducción de un mecanismo de leva que gestiona adecuadamente la 
orientación del asiento en lo que se refiere al bastidor de la silla de ruedas. Con un perfil de 
leva apropiado, es posible compensar la oscilación introducida en la silla de ruedas durante 
la secuencia de escalada, para que el usuario pueda obtener una trayectoria de traslación. 
Resultados: El diseño propuesto y su principio de funcionamiento se describen e ilustran 
en primer lugar a través de representaciones esquemáticas y gráficas, con una breve 
explicación sobre los procedimientos para obtener el perfil de leva. A continuación, se 
comparan las dos diferentes arquitecturas del mecanismo de leva y se identifican las 
ventajas y desventajas de cada solución. Por último, se prueban las prestaciones de la silla 
de ruedas cinemática a través de un simulacro en el ambiente de simulación MSC-ADAMS. 
Conclusiones: Los resultados obtenidos con la simulación muestran la efectividad de la 
solución propuesta. La silla de ruedas es capaz de subir una escalera de forma segura y 
regular. Los siguientes estudios completarán el diseño de la silla de ruedas con el objetivo 
de construir un prototipo para demostrar el principio de trabajo propuesto. 
Palabras Clave: subir escaleras, silla de ruedas, barreras arquitectónicas, mecanismo cam 
 
1. Introduction 
 
The development of devices that can improve people’s quality of life can be a noteworthy 
task for engineering researchers. An engineering project aimed at service for humans 
should begin by identifying a problem that reduces the quality of life of a significant 
number of people and then seek innovative and ingenious solutions that use the proper 
theoretical and technical tools for the engineering field, which should provide a feasible 
answer. 
In this paper, a particularly novel solution for a stair-climbing wheelchair is proposed. The 
problem faced in this research is to improve mobility for people with disabilities, 
particularly with respect to the limits imposed by architectural barriers. 
It has been estimated that in the U.S. “roughly 30.6 million individuals aged 15 years and 
older (12.6 percent of U.S. population) had limitations associated with ambulatory 
activities of the lower body” [1] and, in particular, that “about 3.6 million people (1.5 
percent) used a wheelchair” [1] for daily mobility. The percentage increases if only the 
elderly are considered. Among people over 65 years of age, approximately 2.0 million 
people used a wheelchair (5.2 percent) [1]. The last point becomes more relevant when 
considering the aging world population. Based on the actual trend, the percentage of people 
over 60 years of age will reach 22% of the world population in 2050, but in 2000, it was 
only 10% [2]. These data highlight that ensuring adequate mobility for people who use 
wheelchairs will become an important issue in the coming years. 
In fact, the main limitation for wheelchair mobility is represented by architectural barriers. 
Despite actual legislation, architectural barriers are still present in many public and private 
buildings due to technical and economic aspects. In these situations, it is necessary to 
provide wheelchair users with a device that can climb obstacles to guarantee building 
accessibility in any circumstance. 
Over the past several years, many researchers have addressed this topic, and many patents, 
articles and prototypes can be found in the literature. The different solutions, independent 
of the locomotion systems adopted for the stair-climbing ability [3], can be classified 
according to ISO 7176-28 [4], which considers wheelchair functionality, as summarized in 
Figure 1. In particular, three aspects are considered: 
1. whether the device can be used autonomously by the user; 
2. whether the device is self-standing during the stair-climbing sequence;  
3. whether the device is a stair-climbing wheelchair carrier or a stair-climbing 
wheelchair. 
Figure 1 – Classification based on functionality 
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The wheelchair presented in this paper should be able to climb stairs in a comfortable and 
safe way, and it must be stable during climbing operation to be used autonomously by the 
user. Moreover, it must have the functionality, dimensions and weight of a traditional 
electric wheelchair; thus, it should also be useable on flat ground for daily mobility. For 
these reasons, the reference category is “Type E: Occupant-operated, self-standing stair-
climbing chair”.   
Several solutions belonging to this category can be found in the literature. In [5], a 
wheelchair with pure leg locomotion is proposed. This type of solution has a high climbing 
capability, but it requires a complex structure for both the actuation and the control 
systems. Moreover, the stability on stairs could be a critical aspect, and the seat oscillates 
due to leg movement during both stair-climbing and flat ground motion, thus causing an 
uncomfortable sensation for the user.  
In [6] - [8], hybrid track-wheel architectures are presented. This hybrid solution combines 
the high effectiveness of wheel locomotion on flat ground with the performance of a track 
on stairs. In particular, the main advantages of tracks are the stability and regularity of the 
trajectory during stair-climbing. The drawback is represented by the dimensions and weight 
involved in the use of a motorized track. However, this solution is one of the most 
effective, and it is used in most commercial stair-climbing wheelchairs. 
Another type of hybrid architecture is represented by wheelchairs that use leg-wheel 
locomotion, as in [9] - [12]. In these cases, the efficiency of wheels on flat ground is 
coupled with the effectiveness of legs for the obstacle-climbing task. The main advantage 
of this solution is related to the small dimensions and weight of the mechanism that is 
required to perform the obstacle climbing, but generally, the complexity of the actuation 
and control system increases. A subset of the hybrid leg-wheel locomotion is constituted by 
systems that use rotating leg locomotion, as in [13] and [14], in which this working 
principle is applied to mobile robots. This smart architecture allows the mechanical 
structure to be simplified and requires fewer sensors and actuators. In the stair-climbing 
wheelchair field, this working principle has been applied in solutions that use cluster wheel 
locomotion units, such as those in [15] - [18]. Even if this architecture permits simple and 
lightweight mechanisms, the drawback is that most of the solutions are not statically stable 
during stair-climbing and that the stability must be guaranteed through dynamic control. 
Moreover, the user trajectory during stair-climbing is not regular due to the oscillations 
introduced by the rotating leg system. The authors of this manuscript have worked on 
effective solutions to this problem for several years and have designed five versions of a 
stair-climbing wheelchair named ‘Wheelchair.q’ (see [19-23], which is presented below. 
In this paper, a brief review of the previous versions of ‘Wheelchair.q’ is first presented. 
Then, a detailed analysis of the latest design is conducted, with particular attention paid to 
the innovations introduced to obtain a regular trajectory for the user during stair-climbing. 
In particular, different architectures for a cam mechanism that manages the seat orientation 
are proposed and discussed. Finally, a multibody model of the wheelchair is presented, and 
the kinematic results related to the wheelchair performances during stair-climbing operation 
are given. 
 
2.  ‘Wheelchair.q’ 
All versions of ‘Wheelchair.q’ are characterized by a cluster wheel locomotion unit that 
guarantees a simple climbing mechanism coupled with small dimensions and weight 
(Figure 2).  
Figure 2 – Cluster wheels locomotion unit 
  
Source: Authors’ own creation. 
The locomotion unit is composed of a rotating frame with three legs and an internal 
epicyclical mechanism. The rotating frame works as a planet carrier. The central solar gear 
is coupled to three idle gears, and each idle gear is coupled to a planet gear connected to the 
locomotion unit wheel. The idle gears are necessary to obtain the same rotational direction 
for both the solar and the planet gears. Each locomotion unit has two degrees of freedom: 
the rotation of the solar gear with respect to the planet carrier and the rotation of the planet 
carrier with respect to the wheelchair frame.  
The actuation system of the two locomotion units (left and right), as described in [19], uses 
three motor-reducers, and it is represented in Figure 2. The two degrees of freedom of each 
locomotion group are controlled independently. Each solar motor (Ms) is connected to the 
solar gear of the corresponding locomotion group, and the single planet carrier motor (Mp) 
is linked to both planet carriers through a 1:3 transmission gear system that allows each 
shaft rotation to be coupled with a step ascent or descent (120° of planet carrier revolution). 
During motion on flat ground, only the Ms motors are used, and the Mp motor is stopped. 
The Ms motors, through the transmission system, define the speed of rotation of the left and 
right groups of wheels, and thus, it is possible to obtain straight or curved trajectories. 
During the stair-climbing motion, the three motors cooperate to obtain the revolution of the 
planet carrier and advancement on the step. The drawback of this smart and compact 
solution is represented by the irregularity of the stair-climbing trajectory. The center of the 
locomotion unit moves on a trajectory, as shown in Figure 3, that is similar to a cycloid and 
depends on the stair dimensions. Thus, it is necessary to introduce some further elements to 
obtain the requested regularity for the climbing trajectory.  
Figure 3 – Trajectory of the locomotion unit center during stair-climbing 
 
Source: Authors’ own creation. 
Furthermore, the necessity of device stability requires the addition of a second foothold for 
the wheelchair. The proper choice and correct design of this second contact point between 
the wheelchair and the stair have been the focus of the wheelchair evolution process that 
has been conducted to gain stable configurations and regular climbing trajectories. In [19], 
a review of the different proposed versions and the advantages and disadvantages of each 
one is given. Briefly, in the first and second versions of ‘Wheelchair.q’ four cluster wheels 
units are mounted: the two front units are idle, and the rear ones are motorized. This 
solution solves the stability issue but increases the oscillations generated on the wheelchair 
due to the asynchronous rotation of the front and rear units. In the third and fourth versions, 
the oscillation issue is partially solved with the introduction of a hybrid architecture. The 
front idle units are substituted with an idle track that smooths the wheelchair trajectory 
during stair-climbing.  
Finally, a fifth version (’Wheelchair.q05’) has been developed, and it is presented in this 
paper. It is still characterized by a hybrid architecture, but the two cluster wheel locomotion 
units are mounted on the front, and an idle track is mounted on the rear to improve the 
device static stability. The most important result obtained with this new version is 
represented, however, by an improvement of the regularity in the climbing trajectory. The 
proposed idea is to introduce a cam mechanism with the aims of compensating for the 
oscillations generated by the locomotion unit and obtaining a translational motion for the 
seat. Figure 4 shows a scheme of the proposed architecture. Figures 11-14 give a complete 
description of the functional design of the wheelchair. The seat is fixed on the element RC 
that is hinged at S with the idle track. The segment TU-TD defines the linear surface of the 
track that can be in contact with the corners of each stair step. If the track length is greater 
than the double of the distance between the stair edges, the point S moves in a straight 
trajectory. The frame PC is connected to the center of the locomotion unit in P, and during 
the step climbing sequence, it consequently oscillates with the locomotion unit rotation. 
The proposed cam is rigidly connected with the locomotion unit, and it manages the 
distance PR. If the cam profile is properly designed, it is possible to obtain a translation for 
element RC independent of the movement of the frame PC. 
Figure 4 – Schematic representation of the proposed architecture 
  
 
Source: Authors’ own creation. 
A theoretical approach to the problem is discussed in [24]. In that paper, a procedure for 
defining the proper cam profile is described, and an optimization process is proposed with 
the aim of identifying the cam shape that guarantees the highest performance. Here, a quick 
overview of the main results is given. In Figure 5, a scheme that describes the procedure 
necessary to obtain the correct cam profile is illustrated. In the kinematic inversion 
proposed in the figure, the locomotion unit planet carrier is fixed while the frame PC rotates 
around P. The rotation is described by angle θP, which defines the relative position between 
the planet carrier and the frame PC. For each position of the locomotion unit (i.e., for each 
value of θP), the value of the angle β necessary to obtain a constant orientation for the seat 
frame RC can be calculated. The variation of angle β must be equal and opposite to the 
variation of the orientation of the frame PC. Once the function β(θP) is known (see [24]), 
the cam profile described by the polar coordinates (hCAM, δ) can be obtained using Eqs. (1)-
(3). In general, the trajectory of the point P and, thus, the wheelchair frame oscillation 
depend on the stair geometry. However, a simplified trajectory for the point P can be 
considered by replacing the real one with a sequence of circular arcs. This simplification 
introduces errors into the compensation of the frame oscillation but permits the 
simplification of the cam design. Indeed, with this assumption, the oscillation amplitude of 
the frame PC depends only on the displacement of point P in the direction perpendicular to 
the line connecting the step edges. Hence, the cam profile is affected only by the 
locomotion unit dimensions, and it does not depend on the stair slope. Thus, once a 
satisfactory cam profile has been identified, it can be used independently by the stair 
geometry. In the result section, the error committed in the compensation of the wheelchair 
frame oscillation due to this simplification will be evaluated. 
 
 
 
 
 
Figure 5 – Scheme used to obtain the correct cam profile 
 
Source: Authors’ own creation. 
𝒉𝑪𝑨𝑴 = √𝑙𝑃𝐶
2 + 𝑙𝑅𝐶
2 − 2𝑙𝑃𝐶𝑙𝑅𝐶 cos 𝛽 (1) 
𝜀 = sin−1 (
𝑙𝑅𝐶
ℎ𝐶𝐴𝑀
sin 𝛽) (2) 
𝜹 = 𝜀 + 𝜃𝑝 (3) 
The cam mechanism has several parameters that must be chosen (i.e., member length and 
initial position), and for each set of those parameters, a different cam profile able to 
generate a translational trajectory for the seat can be obtained according to the previous 
equations. An optimization procedure was proposed in [24] to define the length of the cam 
mechanism members (i.e., lPC and lRC) and the initial value for angle β (i.e., β0). The 
procedure aims to limit the maximum value of the pressure angle and obtain a cam 
dimension compatible with the locomotion unit size.  
The pitch curve obtained with Eqs. (1)-(3) must be smoothed to remove the discontinuity in 
the profile’s first derivative. This discontinuity appears at the end of each step climb. Then, 
the real cam profile can be drawn by introducing the roller radius. In Figure 6, the optimum 
cam profile is represented, and in Figure 7, the corresponding values for the curvature 
radius and the pressure angle are shown. 
From the proposed results, the cam has large dimensions, despite the optimal set of 
parameters. Moreover, the pressure angle reaches high values. In particular, the maximum 
value for the pressure angle reaches 50°. According to [25], suitable values of the pressure 
angle for translating followers must be lower than 30°. For oscillating followers, a pressure 
angle of up to approximately 35° is still acceptable due to the reduced friction issues. The 
maximum value obtained with the proposed design is not acceptable in any case. Thus, 
even if the cam profile is able to compensate for the seat oscillations, the proposed solution 
has some characteristics that should be improved. 
Figure 6 – Optimum cam profile  
 
Source: Authors’ own creation. 
Figure 7 – Curvature radius and pressure angle for the optimum cam profile 
 
Source: Authors’ own creation. 
For these reasons, an improvement of the first proposed architecture of ‘Wheelchair.q05’ 
has been conceived, and it is shown in Figure 8. The main idea is to introduce a 
transmission ratio between the locomotion unit and the cam. This allows, for example, the 
coupling of a complete rotation of the cam to a third of the rotation of the locomotion unit 
planet carrier, which corresponds to a single step climb. The cam rotation and the 
locomotion unit rotation are thus coupled by using a transmission ratio, iC = ΔθC/ΔθP =3. By 
adding this transmission ratio, the constraint on the maximum value for the pressure angle 
can be satisfied with a smaller cam. In Figure 9, the pitch curve, the smoothed profile and 
the real profile of the optimum cam are presented, and the trend for the pressure angle is 
shown in Figure 10. It is evident that with this new architecture, the dimensions of the cam 
with respect to the locomotion unit are reduced, and the maximum value for the pressure 
angle is lower, thus improving the overall performance of the mechanism. The maximum 
pressure angle value obtained with the new cam profile is approximately 36°, and thus, it 
can be accepted with respect to the design advice proposed in [25]. 
Figure 8 - Schematic representation of an improvement for the proposed architecture 
 
 
Source: Authors’ own creation. 
Figure 9 – Optimum cam profile with 3:1 transmission 
 
Source: Authors’ own creation. 
Figure 10 - Pressure angle for the optimum cam profile with 3:1 transmission 
 
Source: Authors’ own creation. 
Once the optimal cam profile has been chosen, the complete wheelchair design should be 
defined. In addition to the locomotion units, cam mechanism and frame, the wheelchair 
requires a rear contact point to be stable in any configuration on both flat ground and stairs. 
In Figure 11, a schematic representation of the wheelchair in these two configurations is 
given. 
Figure 11 – Wheelchair configurations for flat ground (left) and stair-climbing (right) 
 
Source: Authors’ own creation. 
During motion on flat ground, to obtain high efficiency and maneuverability, the rear 
contact is guaranteed by a pair of pivoting wheels. The idle track is not in contact with the 
ground, and it is packed away to limit the wheelchair dimension. In particular, the designed 
track is made of two parts that can slide, passing from a compact to an extended 
configuration. Before starting the stair-climbing sequence, the pivoting wheels must be 
lifted, and the track must be put into contact with the stair. In conclusion, two mechanisms 
are necessary to change the wheelchair configuration: a mechanism that can control the 
position of the pivoting wheels (labeled 1 in Figure 11) and a mechanism to manage the 
idle track position and configuration (labeled 2 in Figure 11). In Figure 12 and Figure 13, 
constructive representations of the wheelchair in the two different working conditions are 
given. 
In Figure 12, the small dimension and the compactness of the proposed device can be 
noticed, and in Figure 13, the kinematic components of the proposed architecture are 
presented. The cam (labeled 1 in Figure 13) is coupled with a roller follower (2) that is 
mounted on the element RC. The cam is mounted on a shaft (5) that has on each side a gear 
(4). Each gear (4) is coupled with a gear (3) that is connected to the locomotion unit frame 
creating the iC=3 transmission ratio. For a third of rotation of the locomotion unit, which 
corresponds to a single step climb, the shaft (5) makes a complete rotation. The previously 
defined motor-reducers, Mp and Ms, are not shown for clarity. 
The whole wheelchair has an estimated mass of 80 kg. The user mass is approximately 80 
kg, so the total vehicle mass is 160 kg. The power required for climbing the high slope stair 
is roughly approximately 250 W, assuming 5 seconds for each step climb. 
Figure 12 – Constructive representation of the whole wheelchair on flat ground and on stairs 
 
Source: Authors’ own creation. 
 
Figure 13 – Detailed view of the kinematic elements of the wheelchair architecture 
 
Source: Authors’ own creation. 
3. Results 
To validate the designed architecture, a multibody model of the wheelchair was created in a 
multibody simulation SW environment and it is represented in Figure 14. The simulations 
test the wheelchair working principle, verify the design of the transmission system and 
provide a detailed understanding of the behaviors, particularly for the cam mechanism 
during stair-climbing. The model was created to simplify the detailed architecture presented 
above: only the steady-state climbing sequence has been considered, and thus, all of the 
unnecessary components have not been modeled. In particular, the pivoting wheels, their 
actuation system and the reconfiguration mechanism connected to the track have been 
neglected. Otherwise, the locomotion units, their epicyclical mechanisms, the frame, the 
seat and the cam mechanism have been included. The simulation has been performed for 
the steady-state climbing sequence that begins in the configuration shown in Figure 14.  
 
Figure 14 – Multibody model developed in MSC ADAMS 
 
Source: Authors’ own creation. 
One of the interesting aspects that have been investigated with this model is the interaction 
between the proposed cam mechanism and different stair dimensions. As explained 
previously, the trajectory of the point P and the oscillations introduced on the wheelchair 
change with the stair dimensions. Thus, for each set of stair dimensions, a different cam 
profile should be used to obtain a translational trajectory for the seat. As described in [24], 
the problem has been solved by designing the cam profile for a nominal stair and accepting 
residual oscillations when the wheelchair climbs a non-nominal stair. In Figure 15, the 
dimensions for standard stairs (according to UNI 10804 – gen 1999) and the nominal stair 
are summarized. After the simulation, the amplitude of the residual seat oscillations can be 
analyzed to evaluate whether they can be considered acceptable with respect to user 
comfort. 
Figure 15 – Standard and nominal stair dimensions 
 
Source: Authors’ own creation. 
The simulation results obtained show qualitatively that the proposed solution works 
properly and that the wheelchair can climb a sequence of steps in a safe and regular way. In 
Figure 16, the trajectory of significant points of the wheelchair structure during the 
climbing of a high slope stair is presented.  
Figure 16 – Comparison of significant point trajectories (190mmx250mm stair) 
 
Source: Authors’ own creation. 
In particular, a comparison between the trajectory of point P and the trajectory of the user 
center of mass (CM) provides information about the effectiveness of the proposed cam 
mechanism. Starting from an oscillating trajectory of point P, the resulting trajectory for the 
user center of mass is almost straight. The details can be analyzed in Figure 17: the 
represented quantities are defined in Eq. (4), and they reference the scheme of Figure 8.  
 
Angle α describes the absolute orientation of the PC frame with respect to a reference 
system integral with the stair, and angle ΘS describes the absolute orientation of the seat, 
connected to the member RC. Angle β defines the relative orientation between PC and RC. 
It is evident that most of the oscillations introduced into the wheelchair through the 
variation of angle α are compensated by an opposite variation of angle β imposed by the 
cam mechanism. The resulting variation of the seat orientation (angle ΘS) is thus almost 
zero, except for the small section in which the cam profile has been smoothed with respect 
to the pitch profile. In conclusion, the seat oscillations (ΔΘS) that should be zero when a 
nominal stair is climbed with a cam profile equal to the pitch curve (described in Figure 9) 
are greater than zero for two reasons: 
1. the cam profile is smoothed, and thus, it is different from the theoretical pitch curve; 
2. the pitch curve is obtained for the nominal stair, and thus, it is not able to 
compensate for the oscillations generated by the climbing of non-nominal stairs. 
Figure 17 – Trend of significant angles (190mmx250mm stair): oscillation of the wheelchair 
frame (Δα), oscillation of the wheelchair seat (ΔΘS), and variation of the angle between the 
wheelchair seat and the wheelchair frame controlled by the cam mechanism (Δβ) 
 
Source: Authors’ own creation. 
{
 
 
 
 
Δ𝛼 = 𝛼 − 𝛼0
ΔΘ𝑆 = Θ𝑆 − Θ𝑆0
Δ𝛽 = 𝛽 − 𝛽0
ΔΘ𝑆 =  Δ𝛼 + Δ𝛽
 (4) 
In Figure 18, a comparison between the residual oscillations of the wheelchair seat during 
the climbing of the three non-nominal stairs is displayed. The oscillation values are mostly 
small, which confirms the effectiveness of the designed cam profile, even during the 
climbing of different non-nominal stairs. Higher values correspond to the smoothed part of 
the cam profile. It can be observed that a lower degree of smoothing could be preferable, 
but it should not be nullified due to the consequent discontinuity on the profile’s first 
derivative. However, the residual oscillations can be considered acceptable with respect to 
user comfort, and the effectiveness of the proposed architecture can be confirmed. 
Figure 18 – Residual oscillation amplitude during non-nominal stair-climbing 
 
Source: Authors’ own creation. 
The amplitude of the residual oscillation can be partially reduced with a reduction in the 
pitch curve smoothing. However, they cannot be fully canceled in real applications due to 
the different geometries of the stairs that the wheelchair can climb. In fact, it is not possible 
to design a cam profile that is suitable for any geometry because the amplitude of the frame 
oscillation changes with different stair dimensions. However, with the proposed cam design 
procedure, a large amount of the seat oscillation can be canceled, regardless of the stair 
slope. A pure translational motion for the user can then be guaranteed by introducing a 
small actuation system with the aim of compensating for the residual oscillation of the seat. 
4. Conclusions 
In this paper, a new version of a stair-climbing wheelchair has been presented. The 
objective of this new concept is the improvement of the device behavior, particularly with 
regard to user comfort during stair-climbing. With the introduction of a different 
architecture and, more specifically, the proper design of a cam mechanism that manages the 
seat orientation, the proposed objective has been achieved. The designed solution has been 
tested through a multibody model of the wheelchair, which has confirmed the effectiveness 
of the proposed working principle. The wheelchair can climb different stair typologies in a 
safe and comfortable way, and the user moves with an almost translational trajectory. The 
residual seat oscillations, even in non-nominal conditions, are small, and the overall 
wheelchair behavior can be considered appropriate. The following studies will regard the 
dynamic simulation of the proposed architecture to validate the designed actuation and 
control systems. Finally, a prototype (Figure 19) will be built with the aim of demonstrating 
the effectiveness of this stair-climbing device. 
Figure 19 – Rendering of a possible prototype for ‘Wheelchair.q’ 
 
 
 
 
 
Source: Authors own creation. 
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